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Annexure-ll

* Upright (vertical) Deep Freezer System (-86 °c) should have stainless steel
interior and tough, powder coated exterior finish constructed on steel gauge.
* System should have a capacity of approx.500 litres with Environmentally-
friendly, CFC/HCFC free refrigerants temperature range upto -86 °c
Microprocessor Temperature controller and 2-stage cascade compressor
based refrigeration system.

* Freezer should have' four or five insulated inner doors & storage
compartments. Heavy duty lockable castors, lockable outer doors and lids.

* Audible and visible alarms for temperature, power failure, system failure,
batter low etc.

* Compressor should be capable to run any voltage between 190-270V.
Freezer must have ISO 9001 safety requirements and IEC 61010 electrical
safety CE certified.

* supplied with suitable power back up to 4 hours to be provided with the
equipment.

onsite warranty of 2 years.
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Sub Total Rs.

Tax if any Rs.

Total rupees on F.O.R. basis at ICAR-CISH, Lucknow inclusive all taxes Total Rs
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